
Beef slice sample undergoing deoxygenation 

 

 
 

 
First scan from measurement (above) was subtracted from all subsequent scans, so as to 

produce the difference spectra, shown below (which show the increasing magnitude of 

the change, presumably as oxygen was lost to the solvent, PBS): 

 

 
 


